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MISSOUR] DEPARTMENT OF HEALTH |
RECEIVED ' suss sosin sona s
 pm, Mar 09, 2010:

STATE PUBLIC HEALTH LABORATORY e
DATAMASTER MAINTENANCE REPORT By Carol Day &t 12:22 pm,

.\- eyt
Complete this report in duplicate at the time of the regular monthly preveniive maintenance check, and whenever instrument

is repaired. Send copy to Department of'Health; retain original in depariment file.
DATAMASTER SN e DATE OF INSPEGTION
2od1S9 TN 11276 0%-072-10
LOCATION OF INSTRUMENT {(STREET AND GIFY} TIME OF INSPECTION
IS 1Hied _Harrg cTe Mo 211y
CHECKLIST: Place a check {v) to the left of each item if found to be satisfaclory or if operating within established limits. (Write

in observed values where deiermined.) Unchecked iterns must be corrected befors using insirument.

A DIAGNOSTIC GHECK (PRINTOUT ATTACHED)
EcompuTter FoeTECTOR
S PROGRAM 1 FILTERS

JFHEATERS SAMPLE CHAMBER 50 ¢ [H-QUARTZ STANDARD

T FLow DETECTOR [ CALIBRATION

L PumMP HIGH SPEED ) PRINTER

JIHNDICATOR LIGHTS

T TIME AND DATE

FFSIMULATOR TEMPERATURE (34 °C £ 0.2°C)

J=FTALIBRATION CHECK -
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a

spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) (USE

RECIRCULATION PUMP)
0. 100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST2 W .099

TEST3 ™ 00

TEST1 # 098
L PERFORM RF.I TEST (PRINTOUT ATTACHED)

_CHHUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
(DO NOT INCLUDE SIMULATOR TESTS)

FOLLOWS:
REFUSALS | {0-.04} & (.05-.09) | l(.10—.14) 3 '(.15—.19) 2 {Over .18} ©
List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily

and within established limits {use other side i necessary)

INSTROMENT S o RATNG  sormHed  DH.S.S. sPecs

OH-27.-1|

FRPCoO MR FETING i riC wor¥ 09001[ aovie™ 0188, 10 yafop, £xP

CPLs A satAn 686

'INSPECTING OFFICER

SIGNATURE 4k ‘ S
P oL SMSALAAl. TBP6
FYPE Il FERMIT NU?RIEXP]HATION DATE TELEPHONE NUMBER
9202577 |2-07-4 Bl 27, ogos
AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYEA Lab.-116

MO 580-14668 (9-243 /
services orovided on a nondiscriminalory basis



REPCO MARKETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH. N.C. 27604
8519-0876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 09001
EXPIRATION DATE: April 22,2011 at 11 59 pm.

RepCo Marketing, Inc. certifies the following:

DepCo Marlketing, Tnc. manufactared, tested and supplied Lot
Number _09001 of Alcohol Certified Solution for simulators. Random
f said lot number were analyzed by an independent laboratory

1214 gms/dl +/-.003

sampies o

utilizing a gas chromatograph and found to contain
gms/dl wt/vol ethanol (95% Confidence).

The alcohol and distilled water used in the solution were found to be
free of any mterfermg substance.

This solution will produce a vapor alcohol value of 100 +/— Yo
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius

in a simulator (95% Confidence).
The date of manufacture for this lot number is April 23, 2009.

The expiration date for this lot number is __ April 22, 2011

at 11:59 p.m.
This document is a true representation of the original Certificate of

Analysis. ? (% : |

Cecil B. Garner, President
RepCo Marking, Inc.

Form RM 02
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IRREST TIME: 6p:es
URJECT MNAME:

RF1-TEST

0B: [1-11-11 SEx: M
TATE-D L, ¢ pO-11ti11ti1
"ARRESTING OFFICER:

oA

OFFICER 1.D.: HoA
STESTING OFF 1CERE
SALFRAMK~SH

DFFICER (.0t #96

PERMIT HUMEER: 92857
EXPIRATION DATE: L1e-87-11
MISCELILANEOUS DATH:

. RFI TEST

—== BREATH AMRLYSISZ ——
BLAMK TEST - g

INTERHAL STAMDARD YERIFIED
BRADIC INTERFEREMCE

r Signature_ G S AA W#@“

nrecycled paper with agd-based inks
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPEIl

STEVEN SALFRANK

is hereby authorized to instruct and supervise operators, train instructors, inspect,
callbrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired {alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

. L R et D hpin oPe T -_—)‘ i
12/07/09, R O N e e e

_Dirsctor of Stale Public Hagith Laberatory

Date

Number 920257 - " :
s 12072011 -

MOSBD-OTH (7-88)

Blractor, Depariment of Health .
‘ T * Lab, 4 (R7-8)




